Comparative surface analysis of four dental implant systems.
Surface analysis of similar titanium screw implants from four manufacturers (Brånemark System, 3i, Impla-Med and Restore) showed considerable differences in the composition of the surface oxides. Brånemark System implants had a markedly higher surface content of the natural oxide forming elements: titanium and oxygen. These implants also had a lower content of all contaminants (except boron) and significantly less variation in composition between different samples and points of analyses.